INTRODUCTION
Ultrasound test phantoms play an important role in the quality control (QC) and performance testing of ultrasound equipment. Test phantoms should be tissuemimicking so that their measurement results are consistent with clinical performance. In order for tissue mimicking materials (TMMs) to approach equivalence with tissue, they should have similar acoustic properties to the tissue being represented across the range of frequencies used diagnostically. Ideally, such materials should mimic soft tissue in terms of acoustic velocity, attenuation coefficient, scattering coefficient and non linearity parameter. Also, with the development of new techniques such as elastography and strain imaging, future TMMs may need to simulate the mechanical properties of tissue. The "IEC 1390" and "AIUM Standard recommended an appropriate value. Tissue is known to have a non linearity parameter of between 6 -10, while fat has a higher value of between 10 11 (Law et al 1985) .
There are a number of commerciallyavailable tissuemimicking phantoms, the more widely used being urethane rubber from ATS Labs (Bridgeport, CT, USA), condensed milk from GammexRMI (Middleton, WI, USA) and Zerdine TM from CIRS Inc. (Norfolk, VA, USA). The data reported in the product literature for each of the tissuemimicking phantoms is usually for only one frequency at room temperature, with the exception of the GammexRMI condensedmilkbased gel which has an attenuation coefficient of either 0.5 dB cm 1 MHz 1 (0.5) or 0.7 dB cm 1 MHz 1 (0.7). The data are insufficient, as TMMs are routinely used for testing ultrasound scanners between 2 15 MHz. Also, the room temperature and the test phantom temperature may vary during the QC testing or from one QC test to another. Therefore, data for the effect of frequency and temperature on acoustic properties are important and should be available for TMMs. Any variations in TMMs' acoustic properties with temperature and frequency could result in inaccurate QC and performance testing results being obtained (Iball et al 2001) . In this paper, the effect of variations in frequency and temperature on the acoustic properties of three commerciallyavailable TMMs and an agar TMM developed as part of an European Commision project will be presented (Teirlinck et al 1998) .
MATERIALS AND METHODOLOGY

Tissuemimicking materials (TMMs)
The tissuemimicking materials investigated were: a hydrogelbased material Zerdine Table 2 .
Measurements of acoustic velocity, attenuation coefficient and relative backscatter
The acoustic velocity, attenuation coefficient and relative backscatter coefficient of the TMM samples were determined using a scanning acoustic macroscope (SAM) system (Ultrasonic Sciences Limited, Fleet, UK) by the pulse echo substitution method (Schwan and Carstensen 1952) . The scanning macroscope was used as it allows the collection and averaging of ultrasound data over a defined area of the sample. This allows spatial averaging and improves the signaltonoise ratio. The experimental set up is shown in Fig. 1 . The SAM system consisted of a water tank, an 8bit 100 MHz general purpose analogtodigital input/output PC board, a 120 MHz pulser receiver and a stepper motor control system, all of which were controlled by a PC. The pulseecho technique involved the use of one transducer acting as both the transmitter and receiver. For the acoustic velocity and attenuation coefficient, the driving voltage of the transducer was set at the relatively low value of 100 V in order to minimise non linearity effects. For backscatter measurements, the driving voltage was increased to 300 V to improve the signaltonoise ratio. The pulse was reflected from a The attenuation as a function of frequency was calculated from the log difference between the two spectra obtained and given by eqn (2):
where A(x,y,f) = magnitude of the spectrum with the sample in place; and A o (x,y,f) = magnitude of the spectrum with no sample in place.
Corrections were made for the samples containing Saran WrapÒ at both ends, taking into account attenuation of the beam by the two Saran WrapÒ layers, by subtracting the attenuation of a cell containing degassed water bound by two Saran WrapÒ layers.
The accuracy of attenuation measurement was assessed using two standard silicone oil test cells calibrated by the National Physical Laboratory (Teddington, UK).
The uncertainty in attenuation was estimated to be ± 0.03 dB cm 1 due to a random error of ± 0.02 dB cm 1 and a systematic error of ± 5 % within frequency range 2.25 15 MHz. The systematic error was due to reflection, diffraction, alignment of the transducer and uncertainty in the measurement of the sample thickness.
Relative backscatter coefficients measurements of the TMMs were made in dB relative to the signal from a flat steel reflector at the transducer focus. A gate length of 4 ms was used and the gated rf signal at the focus was analysed. The relative backscatter was calculated in dB from the log difference between the spectra at the transducer focus, given by eqn (3):
The sample was positioned with the transducer focus just beyond the sample surface, in order to minimise attenuation loss through the sample and to gate out the sample / water interface reflection. The repeatability of the measurements was found to be ±1 dB.
The effects of frequency on the acoustic velocity and attenuation of the samples at 20 °C ± 0.5 °C were measured using the SAM with four broadband transducers centered at 2.25 MHz (Ultrasonic Sciences Limited, Fleet, UK), 3.5 MHz Table 3 .
The effects of temperature on acoustic velocity, attenuation and relative backscatter measurements of the samples were measured using the SAM system with 2.25 MHz, 7 MHz and 15 MHz broadband transducers. Each set of TMM measurements were made for the temperature range between 10 -35 °C. The temperature was controlled to ± 0.5 °C. Sufficient time (about 1 h) was allowed for the test cylinders to reach thermal equilibrium with the water bath before the measurements were made. 
RESULTS
Effect of frequency on the acoustic properties : acoustic velocity and attenuation
Effect of temperature on the acoustic properties : acoustic velocity, attenuation and relative backscatter value
The effect of temperature on acoustic velocity on the five TMMs can be seen in Fig. 5 for the 7 MHz transducer and Tables 4 and 5 The effects of temperature on attenuation coefficient for the five TMMs can be seen in Fig. 6 for the 7 MHz transducer and Tables 6 and 7 The effect of temperature on the relative backscatter coefficient can be seen in Fig. 7 .
The relative backscatter coefficient of all of the TMMs remained relatively constant with increasing temperature.
DISCUSSION
The effects of frequency and temperature on the acoustic properties of the five TMMs Tissuemimicking materials, which exhibit a significant non linear response of attenuation to frequency potentially produce QC and performance results which are not representative of tissue, as the higher frequencies would be attenuated more than they would in tissue (O' Donnell and Miller 1979) . Consequently, a deterioration in axial resolution and penetration depth measurement results at higher frequencies would be perceived (Zagzebski and Madsen 1995; Browne et al 2002) .
It was found that changes in temperature resulted in change in acoustic velocity, the greatest change occurring in the urethane rubber TMM (± 2. there will be an effect on the distance measurement accuracies and the lateral resolution and slice thickness of the QC and performance test results (Goldstein 2000; Dudley et al 2000 . This effect may be more prominent in the urethane rubber TMM, as it has a significantly lower acoustic velocity (1460 m s 1 ) compared with the ultrasound scanners' calibrated acoustic velocity (1540 m s 1 ), a situation which is further compounded if temperatures lower than room temperature are experienced.
The manufacturers have reported that the object placement within the phantom is such that the distance inaccuracies caused by the 1460 m s 1 acoustic velocity are taken into account at 22 °C.
The above results suggest that it is best to use test objects at or near room temperature, but that particular care should be taken when using the urethane rubber TMM. However, it has been suggested that the urethane rubber TMM should not be used for evaluating distance measurement inaccuracies or transducer focusing performance, due to both its low acoustic velocity and its highly non linear response of attenuation to frequency (Goldstein 2000) .
The IEC 1390 standard recommends that changes in attenuation coefficient due to changes in temperature should be less than 0.02 dB cm 1 MHz 1 °C 1 ; again, all of the TMMs complied with this recommended value apart from the urethane rubber TMM (0.08 dBcm 1 MHz 1 °C 1 ) at 15 MHz. This change in the attenuation coefficient of the urethane rubber TMM with temperature at 15MHz means that any temperature change within or between QC tests would have a significant effect on the measured axial resolution and penetration depth for the U/S scanner, which would not be reflective of its actual performance (Goldstein 2000; Iball 2001 .
The purpose of QC testing is to monitor changes in the performance of the different imaging parameters of the ultrasound scanner over time. There are set threshold values for each of these imaging parameters that are used to determine whether the ultrasound scanner needs corrective action to be taken, such as maintenance, or even to be removed from clinical use, in extreme changes. Therefore, the response of the TMM's acoustic parameters to changes in frequency and temperature should be taken into account when performing QC testing, or controlled in the case of temperature.
The effect of temperature on the relative backscatter was investigated and it was found that the relative backscatter of the five TMMs remained relatively constant (± 1 dB) with increasing temperature.
CONCLUSIONS
The effects of frequency and temperature on the acoustic properties of the five TMMs were investigated. It was found that acoustic velocity remained constant (± 3 m s 1 )
with increasing frequency, while attenuation was found to increase with increasing frequency. In order for the TMMs to reflect the clinical situation, they should have a linear response of attenuation to frequency. 
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